
Trauma Matrix
Instructions for Use

1. Pack Trauma Matrix into topical wound 
with direct pressure using dry or gloved 
hand. (More than one Trauma Matrix may 
be required.)

2. Cover and apply direct pressure on 
wound for about 2-3 minutes, until 
bleeding has stopped.

3. Wrap to maintain pressure. Evacuate 
patient to definitive care. Keep product 
package with patient.

4. To remove, moisten Trauma Matrix with 
sterile saline and irrigate. Swab gel gently, 
without disturbing clot(s).

CONTRAINDICATIONS:
•	 Not for use on chemical burns resulting from strong acids or bases.
•	 Do not use on patient with known cellulose allergy.

WARNINGS:
•	 Seek medical attention as soon as possible, within 24 hours.
•	 Every contaminated and/or penetrating wound requires medical 

evaluation.
•	 As the sticky gel may adhere to fingers during application, be careful 

when removing hand, rolling fingers.
•	 Do not pull off dry Trauma Matrix from wound without generous 

moistening to avoid re-bleeding.
•	 Use only the amount of dressing necessary to control bleeding for 

epistaxis. Overpacking may increase risk of displacement, and potential 
for aspiration.

•	 After achieving hemostasis for epistaxis, any excess or residual dry 
dressing should be removed.

•	 Potential risk for embolism if used near areas of exposed large 
vasculature. Avoid use in this area.  

•	 For maximum shelf life, storage temperature of 15-30 °C (59-86 °F) is 
recommended.

•	 Do not reuse, as device will no longer be sterile after initial use, and could 
result in infection.

•	 Seek medical attention in case of tingling, loss of sensation, swelling or 
redness.

•	 Rinse away with sterile saline once hemostasis is achieved.
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Not made with natural rubber latex

Manufactured by:�
LifeScience PLUS, Inc.�
Mailing Address: P.O. Box 60783, Palo Alto, CA 94306�
www.LifeSciencePlus.com; www.BloodSTOPiX.com�
Email: info@lifescienceplus.com�
Manufactured in the USA
Toll Free: 1-877-587-5433 - U.S.A.
1-650-565-8172 - International

For topical temporary control of minor to moderate bleeding of traumatic wounds
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